Application of direct current comparator apparatus in combustion calorimetry.
A method was developed for the application of direct current comparator apparatus in resistance thermometry and in voltage measurements in combustion calorimetry. The performance of the measuring system was checked by combustions of benzoic acid combined with electrical calibration of the calorimeter.